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This amendment is being issued to answer questions that were submitted by prospective
offerors.   The closing date for the receipt of proposal shall be revised as stated bellow.

1. QUESTION #1:  What is the dimension of the chamber?

• ANSWER: The chamber dimensions shall be determined by the vendor in order to meet all
the specifications outlined in the statement of work (SOW).  The final dimensions of the sample
and detector stage will depend on the particular dimensions in the sample and detector stage to
be used by the vendor.  Dictating a priori the chamber dimensions may have restricted in the
flexibility of the vendor in addressing the specifications in the SOW.  As described in the SOW
associated drawing, the chamber is roughly 22” long, 22” high, and 8-10” wide.  The only critical
dimension is the height of the incident ray port from the floor (the x-ray beam is 43” from the
floor).

2. QUESTION #2: Is bracing used?  If so, where?

• ANSWER: External bracing is used if the vendor deems it necessary to mechanically
support the chamber by the stand.  Internal bracing is used to insure that the detector and sample
arms are free of significant vibrations.

3. QUESTION #3: What is the angle of the 6” CFF evaporation port?

• ANSWER: The CFF evaporation port is angled at 45 degrees.

4. The closing date of the solicitation  is revised as follows:

FROM: 03 AUG 1998, 4:00 EST
TO: 10 AUG 1998, 4:00 EST


